To protect the privacy of customers or suppliers of Salamander Jewelry.

We erased their address from this document.

CERTIFICATE OF STERILIZATION

PRODUCT : Order No. 2007667 CERT. NO :CM 00197/12

CUSTOMER : Salamander Jewelry Co..Itd 'DATE : 12/ 12 112

We here by certify that following products were sterilized by E.O.at
CITY MEDICAL SUPPLY. The result of sterilization by biological indicator are passed

totaL | steriLizeD SPECIFICATION RESULT
CODE iteme Color |LOT.NO CHEMICAL | BIOLOGICAL | CHEMICAL J BIOLOGICAL
QUANTITY DATE TESTED TESTED TESTED | TESTED

Z-BNJ-1.6-12.0-5/8-CR STERILE SURGICAL STEEL JEWELED BANANA CR 263

Z-TBCH-1.6-12.0-5 STERILE TITANIUM BCR HEMATITE 151

Z-BNJ-1.6-12.0-5/8-CR STERILE SURGICAL STEEL JEWELED BANANA CR 447

Z-BC-1.2-12.0-4 STERILE SURGICAL STEEL BCR . 000098 84 8 Dec 55 Positive Negative | Positive | Negative JPass{
Z-BC-1.2-9.0-4 STERILE SURGICAL STEEL BCR 69

Z-BC-1.6-8.0-4 STERILE SURGICAL STEEL BCR 140

Z-BC-1.2-8.0-4 STERILE SURGICAL STEEL BCR 417

Z-BNDJ-1.6-12.0-5/8-CR STERILE SURGICAL STEEL DOUBLE JEWELED BANANA 109

Z-BC-1.6-10.0-4 STERILE SURGICAL STEEL BCR 418

Z-BC-1.6-12.0-4 STERILE SURGICAL STEEL BCR 277

Z-MBN-1.2-12.0-3 STERILE SURGICAL STEEL MICRO BANANA 96

Z-TINDAJD-1.6-2.0-4-HP-CR STERILE TITANIUM INTERNALLY THREADED DERMAL ANCHOR CR 97

Z-BL-1.6-12.0-5 STERILE SURGICAL STEEL BARBELL 46

Z-TMBN-1.2-8.0-3 STERILE TITANIUM MICRO BANANA 28

Z-TBL-1.6-14.0-5 STERILE TITANIUM BARBELL 5
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