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Determination of Sterilization Specification

ltem Detail Specification Setting Result
Chamber Setting Temperature 55.0-59.0 (°C) 59 (°C) .
Vacuum Level 5-12 kPa 9 kPa
Vacuum Time (min) 50-60 min 60 min

Humidification
Humidity (%) 50%-90% 87%

Sterilization

Steri Temp ) 55.0-59.0 (°C) 55.0 (°C)
Jacket Temp 60.0 - 65.0 (°C) 65.0 (°C)

Gas Injection

Final pressure (kpa(abs)) 0.21-0.23 kPa 0.21 kPa
Final temperature of vaporizer,Temp 10 (°C) 55.0-59.0 (°C) 55 (°C)
Exposure

Temperature at strat point of Exposure time period Temp. 1 (°C) 55.0-59.0 (°C) 60 (°C)
Temperature at finish point of Exposure time period Temp. 1 (°C) 55.0 - 59.0 (°C) 86 (°C)
Exposure Time (min) 330-420 min 420 min

Exhaust
Exhaust Time (hour) >4 hour 4 hour
First Vacuum Level (kPa) 5-12kPa 9 kPa
Second Vacuum Level (kPa) 5-12 kPa 9 kPa
Third Vacuum Level (kPa) 5-12 kPa ’ 9 kPa -

Storage
Storage Time > 48 hour 2 48 hour

Chemical tested, Sterile Strip
EO sterilization temperatures 55-860 C° Time sterile by EO 7 hours . Brown Brown Pass
Biological Test

EZ Test Biological Indicator Brown Brown Pass
24 hour results for EO Red Red Pass
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PROCESS FLOW CHART OF STERILIZATION

> loading > intothe chamber > doorclose > program starts

> preprocessing > EO entry > sterilization

> later processing > ventilation > airentry > the end

> door open > unloading.

We here by certificate that following products were sterilized by E.O. at CITY MEDICAL SUPPLY CO. LTD .

The result of sterilization by biological indicator are passed.

TOTAL | STERILIZED
CODE Ilteme Color | Lot. No
QUANTITY DATE
THD-Z-TBC-1.0-10.0-4 STERILE TITANIUM BALL CLOSURE RING FOR THENDRO 300
THD-Z-TBC-1.0-8.0-4 STERILE TITANIUM BALL CLOSURE RING FOR THENDRO 300
THD-Z-TBC-1.2-10.0-4 STERILE TITANIUM BALL CLOSURE RING FOR THENDRO 700
THD-Z-TBC-1.2-12.0-4 STERILE TITANIUM BALL CLOSURE RING FOR THENDRO 150
THD-Z-TBC-1.2-8.0-4 STERILE TITANIUM BALL CLOSURE RING FOR THENDRO 500
THD-Z-TBC-1.6-10.0-4 STERILE TITANIUM BALL CLOSURE RING FOR THENDRO 200
THD-Z-TBC-1.6-14.0-5 STERILE TITANIUM BALL CLOSURE RING FOR THENDRO 150
THD-Z-TBL-1.6-10.0-4 STERILE TITANIUM BARBELL FOR THENDRO 400
THD-Z-TBL-1.6-12.0-4 STERILE TITANIUM BARBELL FOR THENDRO 400
THD-Z-TBL-1.6-14.0-4 STERILE TITANIUM BARBELL FOR THENDRO 900
THD-Z-TBL-1.6-8.0-4 STERILE TITANIUM BARBELL FOR THENDRO 250
THD-Z-TCB-1.6-10.0-4 STERILE TITANIUM CIRCULAR BARBELL FOR THENDRO 300
THD-Z-TCB-1 6-12 0-4 STERILE TITANIUM CIRCULAR BARBELL FOR THENDRO 96
THD-Z-TINO-1.0-6.5-1.8-CR  |STERILE TITANIUM JEWELED CURVED NOSE STUD FOR THENDRO 1000
THD-Z-TLB-1.6-10.0-4 STERILE TITANIUM LABRET FOR THENDRO 200
THD-Z-TLB-1.6-12.0-4 STERILE TITANIUM LABRET FOR THENDRO 150
THD-Z-TLB-1.6-8.0-4 STERILE TITANIUM LABRET FOR THENDRO LOT-0222 200 3Feb21
THD-Z-TMBL-1.2-10.0-3 STERILE TITANIUM MICRO BARBELL FOR THENDRO 1000
THD-Z-TMBL-1.2-6.0-3 STERILE TITANIUM MICRO BARBELL FOR THENDRO 150
THD-Z-TMBL-1.2-8.0-3 STERILE TITANIUM MICRO BARBELL FOR THENDRO 1000
THD-Z-TMBN-1.2-8.0-3 STERILE TITANIUM MICRO CURVED BARBELL FOR THENDRO 400
THD-Z-TMCB-1.2-10.0-3 STERILE TITANIUM MICRO CIRCULAR BARBELL FOR THENDRO 600
THD-Z-TMCB-1.2-8.0-3 STERILE TITANIUM MICRO CIRCULAR BARBELL FOR THENDRO 300
THD-Z-TMLB-1.2-6.0-3 STERILE TITANIUM MICRO LABRET FOR THENDRO 150
THD-Z-TMLB-1.2-8.0-3 STERILE TITANIUM MICRO LABRET FOR THENDRO 800
TDI-Z-TBL-1.6-14.0-5 STERILE TITANIUM BARBELL FOR TDI 300
TDI-Z-TBL-1.6-34.0-5 STERILE TITANIUM BARBELL FOR TDI 100
TDI-Z-TBL-1.6-36.0-5 STERILE TITANIUM BARBELL FOR TDI 50
TDI-Z-TBL-1.6-38.0-5 STERILE TITANIUM BARBELL FOR TDI 100
TDI-Z-TBNDJ-OP-16-10.0-5/8-RO  |STERILE TITANIUM JEWELED NAVEL BANANA FOR TDI 25
TDI-Z-TCOBC-1.0-8.0 STERILE TITANIUM SEAMLESS RING FOR TDI 50
TDI-Z-TCOBC-1.0-9.0 STERILE TITANIUM SEAMLESS RING FOR TDI 50
TDI-Z-TINDAJD-1.6-2.0-4-CR  |STERILE TITANIUM INTERNALLY THREADED DERMAL ANCHOR WITH JEWELED DISC FOR TDI 100
TDI-Z-TONR-1.0-8.0-2.5 STERILE TITANIUM OPEN NOSE RING FOR TDI 100
TDI-Z-TBL-1.6-16.0-5 STERILE TITANIUM BARBELL FOR TDI 200
TDI-Z-TBL-1.6-20.0-5 STERILE TITANIUM BARBELL FOR TDI To protect the privacy of customers or 200
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TDI-Z-TINBL-1.6-14.0-5 STERILE TITANIUM INTERNALLY THREADED BARBELL FOR TDI 50
TDI-Z-TINMLB-1.2-8.0-2 STERILE TITANIUM INTERNALLY THREADED MICRO LABRET FOR TDI 100
TDI-Z-TINMLBJ-1.2-10.0-2-CR |STERILE TITANIUM INTERNALLY THREADED JEWELED MICRO LABRET FOR TDI 100
TDI-Z-TINMLBJ-1.2-6.0-2-CR  |STERILE TITANIUM INTERNALLY THREADED JEWELED MICRO LABRET FOR TDI 100
TDI-Z-TINMLBJ-1.2-8.0-2-CR  |STERILE TITANIUM INTERNALLY THREADED JEWELED MICRO LABRET FOR TDI 100
TDI-Z-TLB-1.6-10.0-4 STERILE TITANIUM LABRET FOR TDI 200
TDI-Z-BL-1.6-16.0-5 STERILE SURGICAL STEEL BARBELL FOR TDI 100
TDI-Z-BL-1.6-22.0-5 STERILE SURGICAL STEEL BARBELL FOR TDI 50
TDI-Z-LB-1.6-8.0-4 STERILE SURGICAL STEEL LABRET FOR TDI 100
TDI-Z-MBN-1.2-10.0-3 STERILE SURGICAL STEEL MICRO CURVED BARBELL FOR TDI 100
TDI-Z-TMLBJ-1.2-8.0-2.5-CR  |STERILE TITANIUM MICRO LABRET WITH JEWELED BALL FOR TDI 200
TDI-Z-BL-1.6-14.0-5 STERILE SURGICAL STEEL BARBELL FOR TDI 100
TDI-Z-CB-1.6-10.0-4 STERILE SURGICAL STEEL CIRCULAR BARBELL FOR TDI 100
TDI-Z-TBL-1.6-14.0-5 STERILE TITANIUM BARBELL FOR TDI 200
TDI-Z-TBN-1.6-10.0-4 STERILIZED TITANIUM CURVED BARBELL FOR TDI 100
TDI-Z-TBN-1.6-12.0-4 STERILIZED TITANIUM CURVED BARBELL FOR TDI 50
TDI-Z-TMBL-1.2-12.0-3-HP  |STERILE TITANIUM MICRO BARBELL FOR TDI 100
TDI-Z-TMBN-1.2-9.0-3 STERILE TITANIUM MICRO CURVED BARBELL FOR TDI 100
TDI-Z-TNO-1.0-6.5-2.5 STERILE TITANIUM TITANIUM CURVED BALL NOSE STUD FOR TDI LOT-0222 100 3Feb21
TDI-Z-BL-1.6-18.0-5 STERILE SURGICAL STEEL BARBELL FOR TDI 200
TDI-Z-BL-1.6-20.0-5 STERILE SURGICAL STEEL BARBELL FOR TDI 100
TDI-Z-BL-1.6-34.0-5 STERILE SURGICAL STEEL BARBELL FOR TDI 50
TDI-Z-BL-1.6-36.0-5 STERILE SURGICAL STEEL BARBELL FOR TDI 50
TDI-Z-LB-1.6-10.0-4 STERILE SURGICAL STEEL LABRET FOR TDI 100
TDI-Z-MBL-1.2-8.0-3 STERILE SURGICAL STEEL MICRO BARBELL FOR TDI 100
TDI-Z-MBN-1.2-10.0-3 STERILE SURGICAL STEEL MICRO CURVED BARBELL FOR TDI 100
TDI-Z-MCB-1.2-10.0-3 STERILE SURGICAL STEEL MICRO CIRCULAR BARBELL FOR TDI 100
TDI-Z-MLB-1.2-12.0-3 STERILIZED SURGICAL STEEL MICRO LABRET FOR TDI 100
TDI-Z-TMLB-1.2-8.0-2.5 STERILE TITANIUM MICRO LABRET FOR TDI 200
TDI-Z-TNO-1.0-6.5-2 STERILE TITANIUM TITANIUM CURVED BALL NOSE STUD FOR TDI 100
TDI-Z-BL-1.6-38.0-5 STERILE SURGICAL STEEL BARBELL FOR TDI 50
TDI-Z-BL-1.6-16.0-5 STERILE SURGICAL STEEL BARBELL FOR TDI 100
TDI-Z-TMLB-1.2-8.0-3 STERILE TITANIUM MICRO LABRET FOR TDI 300
PT-Z-TBL-1.6-16.0-5 STERILIZED TITANIUM BARBELL FOR PTIT ROC 300
PT-Z-TMLB-1.2-10.0-3 STERILE TITANIUM MICRO LABRET FOR PTIT ROC 142
PT-Z-TBL-1.6-14.0-5 STERILIZED TITANIUM BARBELL FOR PTIT ROC 802
PT-Z-TBL-1.6-20.0-5 STERILIZED TITANIUM BARBELL FOR PTIT ROC 843
PT-Z-TCB-1.6-10.0-4 STERILIZED TITANIUM BARBELL FOR PTIT ROC 55
TDI-Z-TINBNDJOP-1.6-12 0-5-CR STERILE TITANIUM INTERNALLY THREADED DOUBLE SWAROVSKI CRYSTAL JEWELED NAVEL BANANA FOR TDI 100
Z-TBL-1.6-16.0-5-HP STERILE TITANIUM BARBELL 48
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